Alcotest 7110 Calibration Record

Equipment Alcotest 7110 MKIII-C Serial No.: ARSA-0031

Location: STAFFORD TOWNSHIP P.D.

Calibration File No.: 01579 Calib. Date: 06/10/2020 Calib. No.: 00038

Certification File No.: 01537 Cert. Date: 09/13/2019 Cert. No.: 00030

Linearity File No.: 01538 Lin. Date:  09/13/2019 Lin. No.: 00030

Solution File No.: 01578 Soln. Date: 05/22/2020 Soln. No.: 00229

Sequential File No.: 01579 File Date:  06/10/2020

Calibrating Unit: WET Model No.: CU-34 Serial No.: DDXA $3-0034

Control Solution %:  0.100% Expires:  10/14/2021

Solution Control Lot: 19270 Bottle No.: 1078

Coordinator

Last Name: LUTZ First Name: DENNIS MI:J
Badge No.: 7045

Signature: 'l? ¢ T T4 Date: 06/10/2020

..............................

bwb?sfous'@

Pursuantto law, and the "Chemical Breath Testing Re.g'utatidus“'N.J A.Co13:51, Tamaduly

appointed Breath Test Coordinator/Instructor.

In ‘my official capacity, and’ consistent with

"Calibration Check. Procedure for Alcotest 71 10 "as established by the Chief Forensic Scientist of
the Division of State Police, T perform ealibration.checks’.on approved instruments employing
infrared analysis and electrochemical analysis, when utilized in a single approved instrument as a
dual system of chemical breath testing. Pursuant to, and consistent with, 'the current "Calibration
Check Procedure for Alcotest 7110,%as established by the Chief Forensic Scientist, I performed a
Calibration Check on the approved instrument identified on this certificate. The results of my
Calibration Check are recorded on'this certificate, wh;eh consists of two parts on two pages: Part
I - Control Tests; and Part II - Lmeanty Tests: Teertify that the forugolng statements made by me
are true. Iam aware that if any of the foregoing statu,mcms made by me are wilfully false, I am
subject to punishment.



Alcotest 7110 Calibration Certificate
Part I - Control Tests

Equipment Alcotest 7110 MKIII-C Serial No.: ARSA-0031
Location: STAFFORD TOWNSHIP P.D.
Calibration File No.: 01579 Calib. Date: 06/10/2020 Calib. No.: 00038
Certification File No.: 01580 Cert. Date: 06/10/2020 Cert. No.: 00031
Linearity File No.: 01538 Lin. Date:  09/13/2019 Lin. No.: 00030
Solution File No.: 01578 Soln. Date: 05/22/2020 Soln. No.: 00229
Sequential File No.: 01580 File Date:  06/10/2020
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDXA S3-0034
Control Solution %:  0.100% Expires:  10/14/2021
Solution Control Lot: 19270 Bottle No.: 1078
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:31D
Control 1 EC 0.099% 09:31D 34.0°C #ik TEST PASSED 4%
Control 1 IR 0.099% 09:31D 34.0°C w4k TEST PASSED ##%
Ambient Air Blank 0.000% 09:32D
Control 2 EC 0.099% 09:32D 34.0°C *4k TEST PASSED *%%*
Control 2 IR 0.100% 09:32D 34.0°C #4k TEST PASSED *%%*
Ambient Air Blank 0.000% 09:33D
Control 3 EC 0.099% 09:34D 34.0°C #kk TEST PASSED *#*
Control 3 IR 0.100% 09:34D 34.0°C *kx TEST PASSED *#%
Ambient Air Blank 0.000% 09:34D

All tests within acceptable tolerance. i | B

Coordinator

Last Name: LUTZ First Name: DENNIS . MIL: J
W L Badge No.: 7045

Signature: { f ( I‘ ' WS Date: 06/10/2020

Pursuant to law, and the "Ci?emical Breath Testing Regulations" N.J.A.C. 13:51, Tam a duly
appointed Breath Test Coordinator/Instrucfor.. In.my. official -capacity, ‘aid consistent with
"Calibration Check Procedure for Alcotest 7110," as established by the Chief Forensic Scientist of
the Division of State Police, [ perform calibration checks on approved instruments employing
infrared analysis and electrochemical analysis; whenutilized in a single approved instrument as a
dual system of chemical breath testing. Pursmnantto, and consistent with, the current "Calibration
Check Procedure for Alcotest 7110,"as established by the Chief Forensic Scientist, I performed a
Calibration Check on the approved instrument identified on this certificate. The results of my
Calibration Check are recorded on this certificate, which consists of two parts on two pages: Part
I - Control Tests; and Part II - Linearity Tests. I certify that the foregoing statements made by me
are true. I am aware that if any of'the fnregoing-statenlclltsj'zﬁladc by me are wilfully false, I am
subject to punishment.



Alcotest 7110 Calibration Certificate
Part II - Linearity Tests

Equipment Alcotest 7110 MKIII-C Serial No.: ARSA-0031
Location: STAFFORD TOWNSHIP P.D.
Calibration File No.: 01579 Calib. Date: 06/10/2020 Calib. No.: 00038
Certification File No.: 01580 Cert. Date:  06/10/2020 Cert. No.: 00031
Linearity File No.: 01581 Lin. Date:  06/10/2020 Lin. No.: 00031
Solution File No.: 01578 Soln. Date: 05/22/2020 Soln. No.: 00229
Sequential File No.: 01581 File Date:  06/10/2020
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDSC S3-0005
Control Solution %:  0.040% Expires:  07/31/2020
Solution Control Lot: 18240 Bottle No.: 1471
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDMK S3-0005
Control Solution %:  0.080% Expires:  08/06/2020
Solution Control Lot: 18250 Bottle No.: 1079
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDWE S§3-0211
Control Solution %:  0.160% Expires:  08/21/2020
Solution Control Lot: 18260 Bottle No.: 0804
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:47D
Control 1 EC 0.040% 09:47D 34.0°C *x%k TEST PASSED *#%
Control 1 IR 0.040% 09:47D 34.0°C *x% TEST PASSED *%%
Ambient Air Blank 0.000% 09:48D
Control 2 EC 0.040% 09:49D 34.0°C *+% TEST PASSED ***
Control 2 IR 0.041% 09:49D 34.0°C *#%% TEST PASSED *¥%*
Ambient Air Blank 0.000% 09:50D
Control 3 EC 0.081% 09:51D 33.9°C Fx% TEST PASSED *#%*
Control 3 IR 0.080% 09:51D 33.9°C *xk TEST PASSED %%
Ambient Air Blank 0.000% 09:52D
Control 4 EC 0.080% 09:53D 34.0°C #**¥ TEST PASSED #*%
Control 4 IR 0.080% 09:53D 34.0°C **% TEST PASSED #**
Ambient Air Blank 0.000% 09:54D
Control 5 EC 0.160% 09:54D 34.0°C *%% TEST PASSED **%*
Control 5 IR 0.159% 09:54D 34.0°C *x%k TEST PASSED *#%
Ambient Air Blank 0.000% 09:56D
Control 6 EC 0.160% 09:56D 34.0°C ***% TEST PASSED ***
Control 6 IR 0.159% 09:56D 34.0°C *x% TEST PASSED *#%
Ambient Air Blank 0.000% 09:58D

All tests within acceptable tolerance.

Coordinator

Last Name: LUTZ &1 First Name: DENNIS MI:J
- Badge No.: 7045
Signature: _T]" ( ‘L' QI 7945 Date: 06/10/2020
i L |




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARSA-0031
Location: STAFFORD TOWNSHIP P.D.
Calibration File No.: 01579 Calib. Date: 06/10/2020 Calib. No.: 00038
Certification File No.: 01580 Cert. Date: 06/10/2020 Cert. No.: 00031
Linearity File No.: 01581 Lin. Date:  06/10/2020 Lin. No.: 00031
Solution File No.: 01582 Soln. Date: 06/10/2020 Soln. No.: 00230
Sequential File No.: 01582 File Date:  06/10/2020
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDXA S3-0034
Control Solution %:  0.100% Expires:  09/09/2021
Solution Control Lot: 19240 Bottle No.: 1083
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:11D
Control 1 EC 0.100% 11:12D 33.9°C #kk TEST PASSED *#%
Control 1 IR 0.100% 11:12D 33.9°C #ik TEST PASSED *#%
Ambient Air Blank 0.000% 11:12D
Control 2 EC 0.100% 11:13D 34.0°C #4k TEST PASSED *#%
Control 2 IR 0.100% 11:13D 34.0°C *dkek TEST PASSED *#%
Ambient Air Blank 0.000% 11:13D
Control 3 EC 0.100% 11:14D 34.0°C *¥k TEST PASSED #%*
Control 3 IR 0.100% 11:14D 34.0°C *ik TEST PASSED *%**
Ambient Air Blank 0.000% 11:14D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Eegensic Scientist.

Mws P~ (§(,

Temperature Probe Serial Number:

Changed By:
Last Name: LUTZ First Name: DENNIS MI:J
Badge No.: 7045

Signature: —ﬁf’ -7 To4S Date: 06/10/2020
t




Coordinator:

Alcotest 7110 MKIII-C Calibration
NIST-Traceable Digital Thermometer Readings

T Yenis I Lohe

5
Name

Location:

S\"\‘C‘(‘\brd TO\MSL\ip f s

Agency -

Egu:pment

|91 ‘)c:.ﬁ 0?/‘1

Digital NIST Temperature Measuring Systein Serial No..

7048

Badge No.

A LA faoféf_!

. Alcotest Serial No.

Time

Simulator CU=34" Time Temp Temp. Reading on
Solution Slmulator Simulators ' |- Readmg NIST Traceable
Concentration “Serial No. .| Started toHeat Obtamed Thermometer
004%  |DISCSH-0006 | R:IFP | 090 | 24 9°C
008% | DOMELS>-000s | og:if D - | 09:tlD | 33.9°C
0.10%  [Dbxg 3~003Y | g1 D | 092D 2M.0°C
0.16%  |DOWE 53-0L1 | 0%.1§ P |09 WLD | 2d.0°C

Pursuant to law and the “Chemical Breath Te‘mng Regulanom” established at N.JLA.C. 13:51, T am a duly
appointed Breath Test Coordinator/Instructor. In my official capacity and consistent with the “Callbratlon Check

Procedure for Alcotest 7110” as established by the Chief Forensic Scientist of the Division of State Police, I perform

calibration checks on Alcotest 7110 MKIII-C instruments.-Pursuant to and consistent with the current “Calibration
Check Procedure for Alcotest 71107, I performed a Calibration Check Procedure on the Alcotest 7110 MKIII-C
instrument identified on this certificate. Pursuant to the current “Calibration Check Procedure for Alcotest 7110”, I
used the Digital NIST-traceable Temperature Measuring System identified on this cettificate to confirm that the
temperatures of the 0.10%, 0.04%, 0.08%, and 0.16% Simulator Solutions used in the respective CU-34 Simulators
identified on this certificate, were 34.0 degrees Celsius = 0.2 degrees Celsius. I hereby certify that I truthfully
recorded on this certificate the temperatures of each of the simulator solutions as shown on the Digital NIST-

traceable Temperature Measuring System thermometer. Iam aware that if any of the foregoing statements made by

me are willfully false, Lam subject to punishment.
e L Vk 3
7045

lpr L

Coordinator’s Signature

(o-10- 10

Date

01/25/2019
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Simutator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.

(F.R. Vol. 59 No. 249 12/19/94 Notices)

Draegjer, Inc.

~er Model: ALCOTEST CU34
O Model: MARK lIA
O X-Cal 2000 (Alcosim)

O Other: DDSCS2-DOD
Certification Date; Technician: Re-Certification Due Date:
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Simulator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the speci i i
£ ! 5 pecified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Admin%?flation
regulations for devices used to calibrate Evidential Breath Testers,
(F.R. Vol. 59 No, 249 12/19/94 Notices)
Draeger, Inc.

& Model: ALCOTEST CU34 : :
O Model: MARK lIA Sertal Number
O X-Cal 2000 (Alcosim)

O Other;

Certification Date:




Drager

Simulator
CERTIFICATE OF ACCURACY |

This Certificate of Accuracy verifies that the specified unit has been exami
e y . Xam
found to be in compliance with National Highway and Traffic Safety Admir:'if;??aﬁgg
regulations for devices used to calibrate Evidential Breath Testers.
(F.R. Vol. 59 No. 249 12/19/94 Notices)
Draeger, Inc.

_erModel: ALCOTEST CU34 _—
O Model: MARK IIA Serial Number.
O X-Cal 2000 (Alcosim)

O Other: DDWES2— 072]]
Certification Date: Technician: Re-Certification Due Date:

3:10-2.0 (Vh 21021
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Alcotest 7110 Temperature Probg‘
CERTIFICATE OF ACCURACY

This is to certify that the Alcotest 7110 Temperature Probe has been tested for accuracy with
with instrumentation that is traceable to the Naticnal Institute of Standards and Technology (NIST).
The manufacturer recommends accuracy verific: tion of the Temperature Probe within 12 months
of the certification date below, or sooner, according to your state’s specifications.

For accurate temperature readings, the probe value on this cedificate, noted below, must

be programmed ini the Alcotest 7110. '
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DDLBRE3- OIS 3120 311-2]

Probe Value:
) 02 Dracger, Inc. %
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Calibration complies with ISO/IEC
e e 17025, ANSI/NCSL Z540-1, and 9001
N AT T Cert. No.: 4000-10177848

Traceable® Certificate of Calibration for Digital Thermometer

Manufactured for and distributed by : VWR Infernalional LLC Radnor Corporate Center, Bldg 1,Sle 200, 100 Maisonford Road,Radnor,PA,18087

Instrument Identification:

Model: 61220-601, SIN: 191959029 Manufacturer: Control Company
Standards/Equipment:
Description Serial Number Due Date NIST Trageable Reference

Temperature Calibration Bath 93139

Thermistor Module A17118 20 Apr 2019 1000424560

Thermistor Module A27129 10 Jan 2020 1000436202
Temperature Calibration Bath A73332

Temperature Probe 3039 08 May 2019 6-B7F4L-20-1
Temperature Calibration Bath A79341

Temperature Probe 5394 29 Jan 2020 B9124038
Temperature Calibration Bath B16388

Temperature Probe 5267 28 Jan 2020 B9124036

Certificate Information:
Technician: 104 Procedure: CAL-06 Cal Date: 13 Feb 2019 Cat Due Date: 13 Feb 2021

Test Conditions:  38.85%RH 24.21°C 1023mBar

Calibration Data: (New Instrument)

Unlt(s) Nominal As Found In Tol Nominal As Left In Tol Min Max U TUR
°C N.A. N.A. -0.002 0.001 Y -0.052 0.048 0.0087 >4:1
°C N.A. N.A. 24,999 25.000 Y 24.949 25.049 0.0087 >4:19
°C N.A. N.A. 50.001 50.000 Y 49.951 50.051 0.0087 >4:1
°C N.A. N.A, 100.000 100,002 Y 99.95 100.05 0.0087 >4:1

This certificate indicates Traceability to standards provided by (NIST) National Institute of Standards and Technology and/or a National
Standards Laboratory,

A Test Uncerfainty Rallo of al least 4:1 Is malntained unless olharwise staled and s caloulated using e expanded measuremant unearainly. U inly avalualion Includes the nsh Wl under lest
and is caledlaled In accordance with the 150 *Guide Lo the Expression of Uncertainty in Measurament : (GUM); The uncartalnly represants an expanded uncadainty using a covetage factor k=2 (o
approximale @ 85% confiderice level. In lolerance condiflons are based on test rasulls falling wilhin spocified limits with no redustion by the uncertainly of the measuremant. The rasults contained hereln
ralate anly lo the item calibralad. This certificate shall not be repreduced excepl in full, without writlen approval of Control Company.

Nominai=Standard’s Reading; As Left=Insirumenf's Reading; In Tol=In Tolarance; Min/Max=Accaplance Renge; U=Expanded Measurement Uncertainly; TUR=Test Uncertainly Ralic;
Aceuracy=#{Max-Min}/2; Min=As Left Nominal{Rounded) ~ Tolerance; Max= As Left Nominal{Rounded) + Tolerance;

Nicol Rodriguez, Quality tManager

Agron Judise, Teclinical Manaper

Nole !

Maintaining Accuracy:

In our oplnion once calibrated your Digital Thermometer should malntaln s accuracy. There Is no exact way to determine how long calibration will be malnlained. Digltal Thermomeler change little, if
any at all, but can be affected by aging, temperature, shock, and contamination.

Recalibration:

For factory calibration and re-cerlification traceable 1o National Insllfute of Standards and Technology contact Control Company.

CONTROL COMPANY 12554 Galveston RD Suite B230 Webster TX USA 77598
Phone 281 482-1714 Fax 281 482.9448 sales@control3.com www.control3.com

Conlro) Company |s an ISO/IEC 17(25:2005 G 1 y A ditad by (A2LA) American Association for Leboratory Accreditation, Certificate No. 1750.01.
Control Company s 150 B001:2008 Quality Certifiad by DNV GL, Cerlificale Mo, CERT-01 805.2006-AQ-HOL-Rua,
International Labaratory Accraditation Cosperation (ILAC) - Mulliiateral Recognltion Arrangemant {MRA),

1of2 Traceable® Is a reglsiered trademark of Control Gompeny ©2017 Control Company
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=) | Calibration complies with ISO/IEC
' 17025, ANSI/NCSL Z540-1, and 9001

¥ Gl i Cert. No.: 4000-10177848
Traceable® Certificate of Calibration for Digital Thermometer

CONTROL COMPANY 12554 Galveston RD Suite B230 Webster TX USA 77598
Phone 281 4821714 Fax 281 482-9448 sales@control3.com www.control3.com

Conlrol Company is an ISONEC 17025:2005 Cafibration Laboralory Accredilad by (AZLA) American Association for Laboralory Accriditation, Certificate No. 1750.01.
Cantrol Company is ISO 8001:2008 Quality Cerdifiad by DNV GL, Cenlificale No. CERT-01805.2006-AQ-HOL-RvA.
Inlernations! Laboratory Actreditation Cooparation (ILAG) - Multlateral Recognition Arrangement (MRAY).

202 Traceable® Is a registered rademark of Gontrol Company © 2017 Control Company



State of Neto Jersey

OFFICE OF THE ATTORNEY GENERAL

PniLIp D. MURPHY DEPARTMENT OF [LAW AND PUBLIC SAFETY GURBIR 8. GREWAI,
Governor DIVISION OF STATE POLICE Atiorney General
POST OFFICE Box 7068
SHELLA Y. OLIVER WEST TRENTON, NJ 08628-0068 PATRICK ). CALLAHAN
Li. Governor {609) 882-2000 Colone!

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethy! alcohol
concentration within, but not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Ine. ANALYSIS DATE: 10/21/2019
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 19270

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0.1216 to 0.1232 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J,A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State, The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is Octoberl4, 2021.

As Assistant Chief Forensic Scientist for the Division of State Police, I hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Police on properly functioning and calibrated instruments and equipment. All procedures utilized are
accurate, objective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in
accordance with their professional duties and responsibilities.

) M-‘AM V4 C«L-‘\.M.dlg.--
Michael Kennedy

Assistant Chief Forensic Scientist
NISP Office of Forensic Sciences

W&m e this &% dayof ()¢ frvdaer” 2019,
Al (K

KAREN E. STAHL
NOTARY FUBLIC OF NEW JERSEY
Commlsslon # 60110522
My Commisalon Expires 81132024

HONOR
“An Infernationally Accredited Agency”
L)
New Jersey Ix Aw Eiral Opportuniny kmployer % f
Printed vy Recyvhed Pyiper and Recpeiable ‘Q?




SBtate of Nefo Jersey

QFFICE OF 'THE ATTORNEY GENERAL

PuilLie D, Mureny DHPAR‘I‘MIEN‘I‘ QF LAW AND PURLIC SATETY GURBIR 8. GREWAL
Goveritor DIVISION OF STATE POLICE Attorngy General
PQST OFRICE BOX 7068
SHELA Y. OLIVER WEST TRENTON, NI 08628-0068 PAIRICK J. CALLAHAN
L. Geovernor (609) 882-2000 Coivnel

CERTIFICATION OF ANALYSIS
0.040 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION; Efhyl alcohol
concenfration within, but not exceeding, the range of 0.0469 to 0.0499 grams per 100 mitliliters of solution,

MANUFACTURER: Draeger Safety, Inc. ANALYSIS DATE:; 08/28/2018

BREATH ALCOHOL SIMULATOR SQLUTION EOT NUMBER: 18240

Representative sanples of the above-referenced Lot Nurnber were tested by Gas Chromatography and found to have
a mean ethyl dlcohol concentration range of 0.0486 to 0.0489 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known tisceable standard for the purpese of
conducting periodic tests, pursuant to N.J.AC. 13:51-4.3, of approved breath test instrumonts (N.JLA.C, 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer's expiration date for this lot of bieath alcohol
siinitlator solution is July 31, 2020,

As Research Scientist for the Division of State Police, I hereby certify and atlest that the tests and results
documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division of
State Police on properly functioning and calibrated instraments and equipment, All procedures utilized are acourats,
objective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in accordance with
their professional duties and responsibilities,

LRI M, Klaotiic, Ph.D,
Research Scientist
NJISP Office of Fotensic Sciences

Sworn to and su ?:ilmd bcfoemethlsbm d[rTof A{L,j (L F" 2018,
'_)H(Ha _>S(L(t\ L

Notary|,
MARY ELIZABETH MCLAUGHLIN

1D f 2062190
NOTARY PUBLIC
STATE OF NEW JERSEY
My Commission Explres Dac. 24, 2018
5 HONOR
“da iernatlonally Accredited Agency”
. o » §'
i e N




Btate of Netr Jerzey

OFFICE OF THE ATTORNEY GENERAL

PRILIE D, MURVHY DEPARTMENT Q8 LAW AND PURBLIC SAFETY GurBIR S GRUWAL
GGovernor DiIVISION OF STATE POLICH Attorpey Geneval
Post OFIRE BOX 068
SHBILA Y, QLIVER WiEST TRENTON, NI 08628-0068 PATRICK J. CALLAHAN
Lt, Covertor (609) 832.2000 Colanel

CERTIFICATION OF ANALYSIS
0.080 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Etliyl alcolis]
concentration within, but not exceeding, the range of 0.0939 to 0,0997 grams per 100 millilifers of solution.

MANUFACTURER: Draeger Safety, Ine, ANALYSIS DATE: 08/30/2018
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 18250

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0.0976 to 0.0987 grams per 100 milliliters of solution.

This lot of breath-alcohol simulator solution may be utilized as 4 knawn traceable:standard for the purpose of
condueting poviodic tests, pursuant to N.J.A.C..13:51-4.3, of approved breath test.instruments (N.J AC. 13:51-3.5)
utilized by law enforcement agencies in'this State, The manufacturer’s expiration date Tor this lof of breath aleohol
simylator solution is August 06, 2020,

As Assistant Chief Fovensic Scientist for the Division of State Rolice, 1 hereby certify and attest that.the tests and
restilts documented in this Cextificate of Analysis were performed at the Office of Forensic Sciehees of the Division
of State Police on propetly functioning aud calibrated instruments and equipment. All procedures utilized are
necurate, objective, and performed on & routine basis by persannel within the-Office of Forensie Seiences, in
accordance with their professional duties and responsibilities.

F’-“LMJ / fd-—m—.--#..a-f«r
Michael Kennedy

Assistant Chief Forensie Scientist
NISP Office of Forensic Sciences

Sworh to and Iiubs__[il'ibe befqre me this #f “Bdny of %\.ﬁ‘ .ﬁ@'?ﬂéﬂ'ﬁ,ﬂ 2018,
AL £ i ,
'l - .

Notary
MARY ELlZﬁBETH MCLAUGHLIN
' it 2062190
NOTAR :
STATE OF IE'E%JELI:;Q)SEY

My Commission Expires Dac, 24, 2018,

“Au Inteenatlonadly Aceredired Agenep”

Wewe ey by e Kigenel (ipginrnmbiv: Empdaier
Lo pnp St Pagpwr ! Bexyhotie




SBtats of ﬁe& Yersey

OFFICE OF THE ATTORNEY GENERAL

PHILIP D, MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY GURBIR S, GREWAL
Governor DIVISION OF STATE POLICE Aitoritey Generaf
PoST OFFICE BOX 7068
SHEILA Y. OLIVER WEST TRENTON, NJ 08628-0068 PATRICK J. CALLAHAN
L1, Governor (609) 882-2000 Colovel

CERTIFICATION OF ANALYSIS
0.160 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: E_thyl aleohol
concentration within, but not exceeding, the range of 0.1878 to 0.1994 grams per 100 milliliters of solution.

MANUFACTURER: Dracger Safety, Ine. ANALYSIS DATYE: 09/13/2018
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 18260

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and :found to have
a mean ethyl alcohol concentration range of 0.1938 to 0.1964 grams per 100 milliliters of selution,

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.JLA.C. 13:51-4.3, of approved breath test insiruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State, The manunfacturer’s expiration date for this tot of breath alcohol
simulator solution is August 21, 2020.

As Assistant Chief Forensic Scientist for the Division of State Police, I hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Police on properly functioning and calibrated instruments and equipment, All procedures utilized are
accurate, objective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in
accordance with their professional duties and responsibilities,

Y camt Lﬁ—f-i—-ﬂ—"-ﬁ-.. /4&—&--.;5‘1,-
Michael Kennedy

Assistant Chief Forensic Scientist
NJSP Office of Farensic Sciences
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MARY ELIZABETH MCLAUGHLIN

1D # 2052190
NOTARY PUBLIC
STATE OF NEW JERSEY
My Commission Expires Deo. 24, 2018
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State of Neto Jersey

OFFICE OF THE ATTORNEY GENERAL

PHILIP D. MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY GURBIR S. GREWAL
Governor DIVISION OF STATE POLICE dttorney General
PoST OFFICE BOX 7068
SHEILA Y. OLIVER WiEST TRENTON, NJ 08628-0068 PATRICK J. CALIAHAN
Lt Governor {609) §82-2000 Colonel

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Inc. ANALYSIS DATE: 09/19/2019
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 19240

Represenlative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0.1209 to 0.1240 grams per 100 milliliters of solution,

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is September 09, 2021.

As Assistant Chief Forensic Scientist for the Division of State Police, [ hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Police on properly functioning and calibrated instruments and equipment. All procedures utilized are
accurate, objective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in
accordance with their professional duties and responsibilities.

rtales p Hom
Michael Kennedy m.b}‘
Assistant Chief Forensic Scientist
NJSP Office of Forensic Sciences

- f6te me this&_day of _, ;%dm,b-&r , 2019.

KAREN E. STAHL
NOTARY FUBLIC OF NEW JERSEY
Commission # 650110522
My Commisslon Expires 8/13/2024

“An Internationally Accredited Agency”

New Jersey Is An Equal Opportiity Empleyer
Pringesd o Recyelod Paper and Reeyclohle




Depnis J. Lutz B&E
Breath Test Coordinatoxr/Instxuctor
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Alcotest 7110
CERTIFICATE OF ACCURACY

This is to cerlify that the Alcotest 7110 has been tested for accuracy and found to be in compliance
with the National Highway Traffic Safety Administration Standard for evidential breath testing devices.
The Alcotest MKIII-C is compliant as a “mobile” and "nonmobile” EBT with 49 FR 48854, 49 FR 48864,
and 58 FR 48705. The manufacturer recommends accuracy verification of this instrument within
12 months of the calibration date below, or sooner, according to your state’s specifications.

Certification Date: Serial Number:

05/z2/won  __ ARSA - 003

Draeger, Inc. 44




ICATE OF ACCURACY |

This Certificate of Accuracy verifies that the s

: ; v ] ecified unit has been i
found to be in compliance with Nationz| High\.ﬁay and Traffic Safety Ae;?n?:;;?ritaigr?

regulations for devices used tc calibrate Evidential Bre
ath :
{FR Vol. 59 No, 249 12/19/94 Noti S) Testers
Draeger, Inc.

& Model: ALCOTEST cU34 |
O Modet: MARK JIA Serial Number:

O X-Cal 2000 (Alcosim)
O Other: TOXAR3- 003y
Certification Date: Technician: Re-Certification Due Date:
S 2520

Alcotest 7110 Temperature Probe -
CERTIFICATE OF ACCURACY

This is to certify that the Alcotest 7110 Température Probe has been tested for accuracy with
with instrumentation that is traceable to the Natitnal Institute of Standards and Technology (NIST).
The manufacturer recommends accuracy verification of the Temperature Probe within 12 months
of the certification date below, or sooner, according to your state’s specifications.

For accurate temperature readings, the prabe value on this certificate, noted below, must

be programmed irto the Alcotest 7110. T

Serial Number Temp Probe: Certification Date: ~ Next Certification Due:
DODWP2- g1 320-20 32021

Probe Value:

Wi Draeger, Inc. %%i




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARSA-0031
Location: STAFFORD TOWNSHIP P.D.
Calibration File No.: 01579 Calib. Date: 06/10/2020 Calib. No.: 00038
Certification File No.: 01580 Cert. Date:  06/10/2020 Cert. No.: 00031
Linearity File No.: 01581 Lin. Date:  06/10/2020 Lin. No.: 00031
Solution File No.: 01583 Soln. Date: 06/17/2020 Soln. No.: 00231
Sequential File No.: 01583 File Date:  06/17/2020
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUD S3-0014
Control Solution %:  0.100% Expires:  09/09/2021
Solution Control Lot: 19240 Bottle No.: 1079
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:13D
Control 1 EC 0.100% 09:14D 33.9°C #kk TEST PASSED #**
Control 1 IR 0.100% 09:14D 33.9°C #¥kk TEST PASSED ***
Ambient Air Blank 0.000% 09:14D
Control 2 EC 0.100% 09:15D 33.9°C ##k TEST PASSED ***
Control 2 IR 0.099% 09:15D 33.9°C *kk TEST PASSED #**
Ambient Air Blank 0.000% 09:16D
Control 3 EC 0.099% 09:16D 34.0°C *¥kk TEST PASSED ***
Control 3 IR 0.100% 09:16D 34.0°C *¥kk TEST PASSED ***
Ambient Air Blank 0.000% 09:17D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Temperature Probe Serial Number: b“ W ?’L -0 \b @

Changed By:
Last Name: LUTZ First Name: DENNIS MI:J
- Badge No.: 7045
Signature: ( L 70"{( Date: 06/17/2020
N
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|CERTIFICATE OF ACCURAGY |

This Certificate of Accuracy verifies that the specified unit has been examineq and

found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential B

reath Testers.
(F.R. Vol. 59 No. 249 1271 9/94 Notices)
Draeger, Inc.

& Model: ALCOTEST CU34

O Model: MARK J1A _ Serial Number:
O X-Cal 2000 (Alcosim)
O Other:

)
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Alcotest 7110 Temperature Probe
CERTIFICATE OF ACCURACY

This is to certj
with
T

S
]

MO

’ t ith
fy that the Alcotest 7110 Temperature Probe has been :'jeSStaer?df?-; ?ﬁﬁg{gg 2?/\“ &),
instrumentation that is traceable to the Nationai Institute of Standare robe thie 13 months
he manufacturer recommends accuracy verification of the Temli’eratutr 's specifications.
of the certification date below, o; r:monerr, acc?rdgg ttr?u gzg.r-tisffga?e n% 558 below, must
t erature readings, the probe value '
POt RdFleiiving be prog?ammed into the Alcotest 7110.

Serial Number Temp Probe: Certification Date:  Next Certification Due:

DOwWiP2-01p 22320 _37232|

Probe Value:

[02 Draeger, Inc. %
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State of Nefo Jersey

OFFICE OF THE ATTORNEY GENERAL

PHILIP D. MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY GURBIR S. GREWAL
Governor DIVISION OF STATE POLICE dttarney General
Post OFFICE BOX 7068
SHEILA Y. OLIVER west TRENTON, NJ 08628-0068 PATRICK J. CALLAHAN
Lt. Governor (609) §82-2000 Colonel

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Inc. ANALYSIS DATE: 09/19/2019
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 19240

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have |
a mean ethyl alcohol concentration range of 0.1209 to 0.1240 grams per 100 milliliters of solution. '

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3 .5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this Jot of breath alcohol
simulator solution is September 09, 2021.

As Assistant Chief Forensic Scientist for the Division of State Police, I hereby cerlify and attest that the tests and
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Police on properly functioning and calibrated instruments and equipment. All ptocedures utilized are
accurate, objective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in
accordance with their professional duties and responsibilities.

/\_-1.4..‘..-. I-—o.x £ S Cbm.ﬁ .
Michael Kennedy
Assistant Chief Forensic Scientist
NJSP Office of Forensic Sciences
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KAREN E. STAHL
NOTARY FUBLIC OF NEW JERSEY
Commisslon # 650110622
My Commisslon Expires 8/13/2024
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